Abstract-The high blood volume requirements and low throughput of conventional flow assays for measuring platelet function are unsuitable for drug screening and clinical applications. In this study, we describe a microfluidic flow assay that uses 50 lL of whole blood to measure platelet function on~300 micropatterned spots of collagen over a range of physiologic shear rates (50-920 s 21 ). Patterning of collagen thin films (CTF) was achieved using a novel hydrated microcontact stamping method. CTF spots of 20, 50, and 100 lm were defined on glass substrates and consisted of a dense mat of nanoscale collagen fibers (3.74 ± 0.75 nm). We found that a spot size of greater than 20 lm was necessary to support platelet adhesion under flow, suggesting a threshold injury size is necessary for stable platelet adhesion. Integrating 50 lm CTF microspots into a multishear microfluidic device yielded a high content assay from which we extracted platelet accumulation metrics (lag time, growth rate, total accumulation) on the spots using Hoffman modulation contrast microscopy. This method has potential broad application in identifying platelet function defects and screening, monitoring, and dosing antiplatelet agents.
INTRODUCTION
Platelet adhesion and aggregation onto the subendothelial extracellular matrix play a critical role in the arrest of bleeding at the site of a vascular injury. The mechanisms of platelet adhesion and aggregation are shear stress dependent. 24 This dependency provides the motivation for developing flow-based in vitro methods of measuring platelet function. Flow-based devices for measuring platelet function include annular chambers, parallel-plate chambers, or cone-and-plate viscometers. 18 However, the high volume requirements (10-100 mL) and low throughput (one shear rate per experiment) of these devices make them unsuitable for drug screening and clinical applications.
Microfluidic devices have emerged as a suitable alternative to these conventional flow assays because of their decreased volume requirement. 22 A particularly desirable characteristic is the simultaneous analysis of platelet function over the range of physiologic shear stresses. Gutierrez et al. 10 reported a multishear microfluidic device capable of spanning a 100-fold range of shear rates over surfaces coated with fibrinogen and type 1 collagen. Commercial microfluidic systems are now available and have been used to study shear dependent platelet function. 6, 21 Another advantage of microfluidic approaches is that channel geometries can be defined to mimic vascular features such as stenosed vessels and valves. 14, 25, 30 The throughput of flow assays can be increased using micropatterning methods to define many focal ''injury'' sites within a single channel. For example, Okorie and Diamond 19 used a microarray pin-tool to define hundreds of collagen or collagen-von Willebrand factor (VWF) spots within a parallel plate flow chamber. The advantage of this pin-tool approach is that the composition of each spot can be different. The disadvantage is that the spot size is limited to greater than 150 lm, and therefore, may not be compatible with microfluidic channels that have dimensions on the order of 10-100 lm. Microfluidic patterning has been used to define 50-250 lm lines of collagen and VWF across the entire width of microfluidic channels in platelet adhesion and rolling assays. 15, 17 However, the propensity for platelets to accumulate in the corners of channels on collagen lines can confound the data analysis. 17 An alternative approach that has not been used in platelet flow assays is microcontact printing (lCP) where ''stamps'' (typically elastomers) are used to transfer ''ink'' (proteins, lipids) to a surface. One challenge for using lCP for platelet adhesion flow assays is that the most common adhesive substrate, native collagen fibrils, has fiber lengths (1-100 lm) that may be larger than the desired feature size. An alternative adhesive substrate is reconstituted collagen thin films (CTF), which is a hydrogel like material polymerized from acid-solubilized collagen monomers. 11 However, there are few reports that we are aware of that use lCP to transfer either large fibrous proteins or hydrogels.
The objective of this study was to develop and validate an assay for high content evaluation of shear dependent platelet function. We use the term high content to refer to a growing class of cell-based screening methods that rely on well-plate or microfluidic formats in combination with microscopy modalities to measure cell phenotypes. 4, 5 The added complication with platelet function is that it must be evaluated under flow. Our approach was to pattern CTF using lCP in combination with a multishear microfluidic flow assay (msMFA). Previously, we characterized CTF as an adhesive substrate for evaluating platelet adhesion, and one of our objectives was to determine the minimum CTF feature size that could support platelet adhesion. 11 We found that CTF spots defined by lCP need to be greater than 20 lm to support platelet adhesion at a wall shear rate 300 s 21 . By integrating arrays of 50 lm CTF spots into msMFA, we were able to measure platelet accumulation kinetics on~300 spots over a range of shear rates that span the physiological range.
MATERIALS AND METHODS

Materials
Mouse anti-type I collagen mAb was purchased from AbCam (#ab90395, Cambridge, MA). Alexa Fluor 488 conjugated goat anti-mouse IgG was obtained from Invitrogen (Grand Island, NY). Pacific Blue anti-human CD41 was obtained from BD Pharminogen (San Jose, CA) and used to label platelets in whole blood. The thrombin inhibitor Phe-Pro-Argchloromethylketone (PPACK) was purchased from Haematologic Technologies, Inc (Essex Junction, VT). Equine tendon type I collagen (fibrillar collagen) was purchased from Chrono-Log (Havertown, PA).
Acid-solubilized bovine type I collagen (#C4243), bovine serum albumin (BSA) and all other chemicals were purchased from Sigma-Aldrich (St. Louis, MO). Phosphate buffer saline (PBS, pH 7.4), BSA buffer (1 mg/mL BSA in PBS), and HEPES buffered saline (HBS, pH 7.2) were made in-house.
Microcontact Stamping of CTFs
Glass slides (75 mm 9 25 mm) were functionalized with octadecyltrichlorosilane (OTS) according to previous protocols. 11 Microcontact stamps with a height of 10 lm were fabricated in PDMS using conventional soft lithography methods. Stamps consisted of an array of spots with diameters of 20, 50, or 100 lm with edge-to-edge spacing of 100 lm. Stamps were molded into a 10:1 base:catalyst ratio and were cleaned using 1 M HCl, followed by 5 min sonication in acetone, 5 min sonication in ethanol, and then dried with an air brush. Stamps were dried in a convection oven at 80°C for 20 min to remove any residual organic solvents before being treated with a 30 W oxygen plasma for 30 s. Immediately following plasma treatment, stamps were incubated with 100 lL of 100 lg/mL solutions of type I collagen in PBS for 15 min or 100 lg/mL fibrillar collagen in 5% glucose. Prior to incubation on PDMS, type I acid solubilized collagen solutions were neutralized using 0.1 M NaOH for 1 h to allow for fiber reconstitution. After incubation, stamps were gently rinsed with reverse osmosis (RO) filtered water (18 lX) to remove excess collagen fibers. Stamps were then contacted with the OTS-treated glass slides immersed in PBS buffer for 2 min using a manual drill press stand (Dremel Rotary Tool Workstation, Model 220). Slides were placed on polyurethane foam backing (Rogers Corporation, # SF060) to minimize PDMS stamp deformation due to non-uniform or over-pressurized stamping (Suppl. Fig. 1 ). Printed substrates were gently rinsed with PBS, and then with RO water before being quickly dried with an airbrush. Collagen functionalized substrates were stored at 4°C and used within 7 days.
Characterization of Micropatterned Collagen Substrates
Micropatterned CTF were labeled by immunofluorescence. Slides were blocked in 1 mg/mL BSA buffer for 1 h, incubated with 2 lg/mL of a primary antibody (mouse anti-type I collagen) in 1 mg/mL BSA buffer for 90 min, then incubated with 40 lg/mL of a fluorescently labeled secondary antibody in 1 mg/mL BSA buffer for 1 h, and finally rinsed in 19 PBS and RO water and dried. Slides were cover-slipped with a 70% glycerol solution in water and imaged by confocal microscopy (FV10i, Olympus). Olympus Fluoview software (version 3.0a) was used to measure the integrated fluorescence intensity of each spot. Data was reported as the integrated fluorescence of a spot divided by the spot area in relative fluorescent units (RFU) per micron squared. Five separate areas within a stamp were measured to determine intra-stamp spot variability. Average fluorescence intensities from three separate stamps of each size were also measured to determine stamp-to-stamp variation. Atomic force microscopy (Nanoscope III, Veeco) was used to image the morphology of micropatterned CTF. Silicon cantilevers with reflective Al coating and a resonance frequency of 320 kHz and 42 N/m spring constant (TESPA probes, Veeco) were used in tapping mode. All images were captured at a scan rate between 1 and 2.5 Hz. Fiber thicknesses and surface roughness were analyzed with Veeco software and reported as the mean ± standard deviation of five images.
Whole Blood Collection and Preparation
Human blood was collected from healthy donors via venipuncture. Phlebotomy was conducted in accordance with the Declaration of Helsinki and under the University of Colorado, Boulder Institutional Review Board approval. Donors had not consumed alcohol within 48 h prior to the draw, nor had they taken any prescription or over-the-counter drugs within the previous 10 days. Whole blood was drawn into a syringe containing the thrombin inhibitor PPACK (75 lM). Pacific Blue anti-human CD41 was added to 1 mL of whole blood to a final concentration of 5 lg/mL and was incubated for 15 min. PPACK (1 lL of 5 mM) was added to 1 mL of whole blood every 30 min after the draw. Whole blood was used within 1 h of phlebotomy.
Investigation of Platelet Adhesion to Different Sized
Collagen Spots PDMS microfluidic devices were exactly the same as those used in Hansen et al. 11 Each device consisted of three independent channels (500 lm wide, 50 lm high, 10 mm long). Each channel was placed over an array of CTF spots with diameters of 20, 50, or 100 lm. The average wall shear rate within the channel was calculated by:
where " c is the average shear rate, Q is the volumetric flow rate, A is the channel cross sectional area, and e is the channel aspect ratio (width (w)/height (h)). A wall shear rate of 300 s 21 was used for these spot size experiments. The wall shear rate profile across the width of the channel (x-direction) was calculated by: 
The shear rate profile was used to identify regions of non-constant shear rate (edge region) and regions of constant shear rate (analysis region). Equations (1)- (3) are valid for fully-developed, steady-state, unidirectional laminar (Re < 2800) flow in a channel with a constant cross-sectional area.
Prior to use, all devices were cleaned with 1 N HCl, followed by sonication with acetone and ethanol and incubation in a 5 mg/mL BSA solution for at least 45 min to prevent nonspecific adsorption of plasma proteins. Micropatterned collagen substrates were also blocked in a 5 mg/mL BSA solution for 45 min. After thorough rinsing of the slides and devices in 19 PBS and RO water, the slides were dried and microfluidic devices were reversibly sealed to the slides by vacuum-assisted bonding. 9 A syringe pump (PHD 2000, Harvard Apparatus) and 500 lL glass syringes (1700 Gastight, Hamilton Co., Reno, NV) were used to pull blood through the channels for 5 min at a wall shear rate of 300 s
21
.
Design and Characterization of the Multi-Shear
Microfluidic Flow Assay
For the high content evaluation of shear dependent platelet function, the msMFA was designed to deliver six shear rates that span from 50 to 920 s
21
. Figure 1 gives an overview of the design of the msMFA. The microfluidic devices used in the msMFA consist of four regions: (1) a single inlet that holds 60 lL of whole blood, (2) a binding region, containing six parallel channels that contact an array of micropatterned 50 lm collagen spots, (3) a set of resistor channels, and (4) a single outlet for tubing (Tygon Ò , 0.25 mm ID, 0.74 mm OD) that connects to a syringe. All channels have a height of 50 lm. The relative flow rate between the six channels is set by the length of the resistor channels. The overall resistance of each channel (R channel, i ) was calculated by:
where w, h, and L are the channel resistors: width, height, and length, respectively. Channels in the binding region were designed to maintain a constant width (250 lm) and length (10 mm). The widths of the channels in the resistor region were either 250 lm (channel 6) or 100 lm (channels 1-5). The lengths of the resistor regions varied between 5 mm (channel 6) and 95 mm (channel 1) to yield a relative flow rate ratio of 1.75 between adjacent channels, which is below the critical ratio of 2.5 required to maintain a constant hematocrit between channels according to the Zweifach-Fung bifurcation law. 31 The fluid velocity through the binding region of each channel was characterized by measuring the streaklines of fluorescently labeled beads. A suspension of 1 lm diameter fluorescent polystyrene microparticles PBS containing 1 mg/mL BSA was perfused through the device at a flow rate of 10 lL/min. The length of streaklines in a single movie frame was calculated using ImageJ software and was divided by the exposure time to obtain average bead velocities. Thirty to forty beads were captured per frame and five independent frames were analyzed for each flow condition. Bead velocities were also measured during whole blood assays to determine whether the platelet accumulation on CTF spots affected the hydrodynamic resistance in individual channels or the relative resistance between channels.
Investigation of Shear Dependent Platelet Function in the msMFA
The preparation procedures of the microfluidic devices and micropatterned glass substrates for the msMFA were exactly the same as described in ''Investigation of Platelet Adhesion to Different Sized Collagen Spots'' section. All micropatterned substrates used in the msMFA contained collagen arrays of 50 lm spots. Devices were manually aligned with the micropatterned substrate such that the collagen array intersected the binding region of the device as shown in Fig. 1 . Whole blood was perfused through the msMFA at 10 lL/min. There were 3-6 spots per channel during the flow assays, and 25-50 spots imaged in each channel after the assay. The number of spots per channel depended on how the channel was aligned with respect to the spot array.
Image Analysis and Statistics
Platelet accumulation during the flow assay was imaged by Hoffman modulation contrast (HMC) 12 (409, NA 0.60 or 209, NA 0.45) on an inverted microscopy (IX81, Olympus) equipped with a motorized stage (Proscan III, Prior Scientific) and 16-bit CCD camera (ORCA-R2, Hamamatsu) controlled by Slidebook software v. 6.0 (Intelligent Imaging Innovations, Inc.). During an assay the stage cycled between each channel in a device. After 5 min, platelets were fixed by perfusion of 2.5% glutaraldehyde through the channel for 5 min, followed by removal of the device from the substrate. The substrates were cover slipped in an anti-fade buffer solution (F4680, Sigma-Aldrich). The surface coverage of platelets on each spot was calculated using a customized MATLAB (Mathworks, Natick, MA) routine that used the Sobel edge-finding routine to identify platelets in grayscale images, then the inside of contiguous edges was used to define a binary image (Suppl. Fig. 2 ). The surface coverage was defined as the area of platelets divided by the area of a spot. The kinetics of platelet accumulation on spots were characterized by three metrics: (1) the lag time to 5% surface coverage of a spot; (2) the time to 30% surface coverage (SC 30 ); and (3) the growth rate (l), which was the slope of the line defined by platelet surface coverage between the lag time and 95% surface coverage (%/min). End point platelet accumulation levels on spots were imaged by laser confocal microscopy. Integrated fluorescence intensity values of the platelet aggregates formed on the CTF spots were measured using Olympus Flouview software and normalized by the spot area. All data is reported as the mean ± standard deviation, except platelet accumulation data between donors, which was reported as the mean ± standard deviation of the mean. Differences between shear rates for each metric (lag time, SC 30 , l, end point integrated fluorescence intensity) and differences between spots within a channel was determined by Kruskal-Wallis ANOVA followed by Tukey's honestly significant difference criteria to determine differences between pairs.
RESULTS
Characterization of Micropatterned Collagen Substrates
CTF adsorbed to hydrophilic PDMS stamps were transferred onto OTS-modified (hydrophobic) glass slides immersed in PBS. CTF spots appear uniform and reproducible across the OTS substrate for spot sizes of 20, 50, and 100 lm (Fig. 2) . A comparable density of collagen was transferred at each spot size based on immunofluorescence ( Table 1) . The variation between spots within an individual stamp (CV stamp ), and across multiple stamps (CV exp ), is an important parameter in developing a reproducible assay. Each spot size shows similar intra-stamp variation (CV stamp = 11-13%) and inter-stamp spot variation (CV exp = 21-30%). The amount of the CTF transferred from the PDMS stamp to the OTS modified glass substrate was measured by immunofluorescence of collagen on the stamps before and after transfer. There was no greater than a 34% decrease in fluorescence intensity after stamping (n = 3), suggesting that not all of the CTS was transferred to the substrate.
An aqueous transfer media was necessary to achieve good pattern transfer of CTF. Stamping of dehydrated CTF in air onto OTS treated slides resulted in poorly defined spots that were often partially or completely detached from the surface (Suppl. Fig. 3 ). Furthermore, use of a hydrophobic substrate was important for promoting good pattern transfer. CTF stamping to untreated, clean glass slides in a hydrated environment also resulted in poorly defined spots and poor adhesion.
The nanoscale structure of the micropatterned CTF was measured by AFM. OTS regions outside collagen spots appeared smooth with a root mean squared surface roughness of R RMS, glass = 0.39 ± 0.03 nm. Images of collagen spots contained a dense film of entangled collagen fibers characteristic of a collagen gel with a corresponding increase in roughness, R RMS, collagen = 1.2 ± 0.16 nm (Fig. 3) . The average diameter of collagen fibers was 3.74 ± 0.75 nm. 
Measuring and Isolating Channel Edge Effects
Channels with rectangular geometries have a nonconstant shear rate profile, with the shear rate approaching zero at the corners (Fig. 4a) . Using the lCP approach, we can isolate those spots found in the edge region where gradients in shear rate are high. We defined the edge region as the upper and lower 10% of each channel (2250 lm £ y edge £ 2200 lm, 200 lm £ y edge £ 250 lm), and the analysis region was defined as the middle 80% of the channel (2200 lm £ y analysis £ 200 lm). The shear rate remains relatively constant (4% change from its maximum value) across the analysis zone. Platelets accumulate at higher levels and with more variation in the edge region compared to the analysis zone (Fig. 4b) . For experiments on 100 lm spots, the integrated fluorescence on the spots within the edge region is I edge = 4150 ± 2280 RFU/lm 2 Collagen fiber density was measured by the integrated fluorescence from immunofluorescent labeled CTF spots. The coefficient of variation in integrated fluorescence intensity was measured within a stamp and between stamps. 25) . Exclusion of edge spots in analysis of platelet accumulation improves the variation noted between replicate spots (CV overall = 82% to CV analysis = 50%). For all data presented in ''Investigation of Platelet Adhesion to Different Sized CTF Spots'' and ''Characterization of Fluid Velocity in the msMFA'' sections, only spots that were 75% or more in the analysis region were analyzed and reported.
Investigation of Platelet Adhesion to Different Sized CTF Spots
The effect of spot size (20, 50 , and 100 lm) on platelet adhesion and aggregation was measured in whole blood flow assays performed at an average wall shear rate of 300 s 21 for 5 min. Platelet surface coverage was calculated from HMC images using a Sobel edge finding routine (Suppl. Fig. 2 ). HMC is a brightfield technique that accentuates phase gradients to yield a pseudo-relief image similar to those achieved by differential interference contrast (DIC) but with the advantage that the microscopy does not need to be performed on a coverslip. 12 We used HMC for kinetic measurements because we found that epifluorescence microscopy of platelets (Pacific Blue labeled anti-CD41 antibody) during a whole blood flow assays tends to underestimate platelet accumulation. Representative platelet accumulation kinetics on spots of each size is shown in Fig. 5 and videos of platelet aggregation to each spot size are shown in Suppl. Movies 1 (20 lm spot), 2 (50 lm spot), and 3 (100 lm spots). Since we were only able to extract two-dimensional data (surface coverage) from HMC, we used integrated fluorescence intensity as an indirect measure of platelet aggregate size (Table 2) .
For kinetic measurements on 50 and 100 lm spots, we observed rolling and adhesion of individual platelets onto spots in the first 1-2 min of the assay. This was followed by aggregation of platelets to the initially adhered platelets. Every 100 lm spot across all donors supported platelet adhesion and aggregation (Table 2) . Adhesion to 50 lm spots varied between donors. In three of the six donors, all 50 lm spots had significant platelet accumulation. However, in the other three donors only 60-70% of the 50 lm spots supported platelet adhesion. The density of platelets was comparable on 50 and 100 lm spots as measured by fluorescence intensity (Table 2 ), so differences in adhesion between the two spots were likely attributed to their size. On 20 lm spots (n = 570), platelets were unable to firmly adhere to CTF for any of the donors, despite the fact that these spots contain a similar collagen surface density as the larger spots (Table 1 ). Platelets occasionally roll over 20 lm spots as evidenced by the spikes in the transient platelet surface area data (Fig. 5b) ; however, they do not firmly adhere. These data suggest that a threshold spot size exists of greater than 20 lm for stable platelet adhesion to CTF.
Characterization of Fluid Velocity in the msMFA
The average velocity within each of the six channels of the msMFA was calculated based on measurements of streaklines of fluorescent polystyrene beads (Suppl. Fig. 4 ; Suppl. Mov. 4). From the average velocity a flow rate in each channel was calculated (Q = AEvaeA), and this channel flow rate was used to calculate the average wall shear rate (Eq. (3)). At a total flow rate of 10 lL/min, the measured wall shear rates in the six channels were 50, 90, 170, 320, 470, and 920 s 21 . The flow rate ratio between adjacent channels was 1.77 ± 0.24, which fall below the critical flow rate ratio to maintain a constant hematocrit. 31 Each measured shear rate falls within experimental error of the theoretical shear rates as calculated by Eqs. 
Shear Dependent Platelet Accumulation in the msMFA
Platelet accumulation was measured on 50 lm CTF spots in the msMFA. We chose an array of 50 lm spots because this size was deemed a good trade-off between throughput and the ability to support platelet adhesion (''Measuring and Isolating Channel Edge Effects'' section). This array provides~50 separate spots in each of the six channels. The kinetics of platelet accumulation on CTF spots in the msMFA was monitored by HMC (Fig. 6a) . Non-specific platelet adhesion in the binding or resistor regions was not observed in any of the experiments. In a separate experiment, we measured bead velocities during a whole blood flow assay in the msMFA over CTF spots. There was no observable change in the fluid velocity in any of the channels over a 5 min assay and there was no change in the relative fluid velocity between channels. We conclude from these data that platelet accumulation on the CTF spots was not significantly affecting the hydrodynamic resistance within the device over the timescale of the experiment. The lag time, time to 30% surface coverage (SC 30 ) and growth rate (l) as defined in ''Image Analysis and Statistics'' section were measured on three to six spots at each shear rate across four different donors. The lag time was insensitive to shear rate, with only 470 s 21 having a significant (p = 0.04) difference compared the other shear rates (Fig. 6b) . The SC30 significantly (p = 0.02) decreased with increasing shear rate from 50 to 470 s 21 , followed by an increase at 920 s
21
( Fig. 6b) . The trend in the growth rate was an increase with increasing shear rate. There was significantly (p = 0.002) faster growth at 470 and 920 s 21 compared to the lower four shear rates. Sudden drops in platelet surface coverage corresponded to the shedding of platelet aggregates from the CTF spot. This phenomenon was usually observed at the latter stages of aggregate growth (Suppl. Movie 5). For example, the dip in the platelet area at~3.5 min at a wall shear rate of 470 s 21 in Fig. 6a . The variability in platelet accumulation was quantified by measuring the integrated fluorescence intensity and calculating the coefficient of variation (CV) on each spot at each shear rate ( Fig. 7 ; Table 3 ). The variability was fairly consistent between donors 1, 3, and 4. Donor 2 had a significantly lower CV than the other three donors. The overall variability was CV ave = 27 ± 14%, which represents the variation in integrated fluorescence intensity per unit area of replicate spots averaged across all six shear rates and all donors (n = 4). The CV in endpoint fluorescence between replicate spots for a given shear rate varied between donors (CV range: 10-37%). There were no trends in CV as function of wall shear rate. Qualitatively, we observed that the perturbation in the flow field caused by an upstream spot could affect platelet accumulation on an adjacent downstream spot in one donor. Suppl. Movie 6 (donor 3) shows that the perturbation of the flow field by the aggregates can be visualized by the pseudo-streamlines formed by the flowing blood cells. However, there seems to be little perturbation of the flow field in the cases of more moderate platelet aggregation as shown in Suppl. Movie 7 (donor 4), which was representative of the other three donors. An increase in total platelet accumulation levels with increasing shear rate is noted up to a shear rate of 320 s
, followed by similar level of accumulation on shear rates of 300, 470, and 920 s 21 (Fig. 7b) . There was not a statistically significant difference in end-point platelet accumulation from the upstream to the downstream edge of the CTF spot array across all donors (Fig. 7c) . A side-by-side comparison was conducted between patterned fibrillar collagen and CTF. Both collagens were adsorbed to stamps at 100 lg/mL. Fibrillar collagen fibers transferred onto OTS modified glass, but did form sharp features like the CTF (Fig. 8a) . Some of the fibrillar collagen fibers were apparently larger than the stamp feature (50 lm) and extended well beyond the edge of the stamps. Two msMFA assays were ran simultaneously with the same donor, one on fibrillar collagen and one on CTF. Platelets aggregates on fibrillar collagen were both more diffuse and less dense compared to CTF at every shear rate. Representative images at 170 s 21 are shown in Figs. 8b and 8c.
DISCUSSION
This study was motivated by the need for methods to perform high content evaluation of shear dependent platelet function for diagnostic and drug screening applications. To that end, we developed a novel lCP method for patterning CTFs in an aqueous environment on glass slides with spot sizes of 20-100 lm. We observed that platelet adhesion was not supported by 20 lm spots at 300 s
21
. Platelet adhesion and aggregation were supported on 50 and 100 lm spots at 300 s
, and on 50 lm spots at 50-920 s
. Integration of micropatterned collagen into a multishear microfluidic device provided a means to measure kinetic platelet accumulation rates on a subset of spots as well as end-point platelet accumulation on~50 individual test sites at each shear rate with 50 lL of whole blood.
Pepsin digested, acid solubilized and collagen peptides have been previously patterned by lCP. 8, 23 However, the triple helix quaternary structure of polymerized collagen is a necessary feature of to support platelet adhesion and to induce activation by outside-in platelet signaling through the GPVI receptor. 7, 11 Therefore, reconstituted or native collagen fibers that contain a triple helix must be used in platelet adhesion flow assays. lCP of native type 1 fibrillar collagen was unsuccessful because the fiber sizes were larger than the features we attempted to stamp. In addition, the density of the fibrillar collagen was apparently less than the density of fibers in CTF based on the small, diffuse platelet aggregates observed on fibrillar collagen. Consequently, CTF offer good alternative to native fibrillar collagens especially for microfluidic formats. The fibers of the CTF are not as potent of a platelet agonists as fibrillar collagen, 11 but they can be patterned in repeatable and homogeneous manner at the micrometer length scale.
In a previous study, we found that CTF can bind VWF with high affinity and support platelet adhesion at arterial shear rates (1000 s 21 ). 11 Here, we were able use lCP to define CTF spots down to 20 lm. This is the first report that we are aware of that has demonstrated lCP of reconstituted collagen hydrogels. The best pattern transfer of CTF was achieved between a hydrophilic PDMS stamp and a hydrophobic glass substrate. Typically lCP is performed in air with dehydrated proteins 2 ; however, we found poor pattern transfer of dehydrated CTF under these conditions. This poor transfer is possibly due to shrinkage induced by drying the hydrogel-like CTF, and thus causing delamination from the stamp and poor contact with the glass substrate. However, using submerged lCP in an aqueous environment, similar to the approach described by Bessueille et al., 3 we were able achieve good pattern transfer.
We have not directly measured whether all of receptor-ligand interactions known to be important in thrombus formation in vivo interact with CTF. These receptor-ligand pairs include GPIb-VWF, GPVIcollagen, a 2 b 1 -collagen, and a 2b b 3 -fibrinogen. 24 Platelets adhesion at arterial shear rates and platelet aggregation at all shear rates observed in this study is indirect evidence that GPIb-VWF and a 2b b 3 -fibrinogen interactions occur on CTF, respectively. Previous reports using pepsin digested and reconstituted collagens show that platelet adhesion to these substrates is absolutely dependent on a 2 b 1 , while both collagen receptors (GPVI and a 2 b 1 ) are important for adhesion to native fibrillar collagen. 26, 28 The relative role of GPVI and a 2 b 1 on adhesion to CTF remains to be determined.
The fiber morphology of stamped CTF appears slightly different than that of previously reported CTF deposited onto hydrophobic substrates under analogous conditions. 11 Fibers polymerized in bulk solution for 60 min and then adsorbed to PDMS stamps for 15 min are thinner than those grown directly onto OTS modified glass (3.4 ± 0.74 nm compared to 7.4 ± 1.1 nm diameter). The formation of thinner fibers on hydrophilic substrates compared to hydrophobic substrates has been previously reported. 9 The precise mechanism of how surface wettability affects collagen fiber assembly is unknown, but collagen has higher affinity and higher surface mobility on hydrophobic surfaces.
A spot size of greater than 20 lm was necessary to support stable platelet adhesion at a wall shear rate of 300 s
. This observation is in contrast with static platelet adhesion assays, where 2 lm fibrinogen spots were capable of capturing single platelets from whole blood. 1 The concept of a threshold injury size in flowbased models has been previously reported in the context of coagulation. Shen et al. 29 showed that at a wall shear rate of 40 s 21 , the size of a tissue factor (TF) spot must be greater than 400 lm to induce a burst of thrombin generation in normal pooled plasma. Our group found a similar threshold response in fibrin formation under flow, where even at a very high flux of thrombin from a 250 lm patch, we did not observe fibrin fibers formation above a wall shear rate of 50 s 21 . 16 In both of these examples, the threshold response to injury size is a function of the relative rates of solute transport and reaction kinetics. The observation of a threshold CTF spot size necessary to support stable platelet adhesion under flow is likely a function of receptor-ligand bond kinetics and outsidein signaling. We can envisage at least three scenarios to explain this observation: (i) platelets, even at venous shear rates, require a finite length of rolling, presumably GPIb-VWF mediated, before forming stable adhesion; (ii) the time scale of outside-in signaling is greater than the rolling time on the patch; therefore, the integrin a 2 b 1 does not take its active conformation; or (iii) sufficient contact area (number of bonds) between the platelet and the collagen is not achieved prior to reaching the end of the patch to resist the shear forces of the flowing blood. Determining which of these, or other, mechanisms are responsible for this observation will be the subject of future study.
We were able to identify dynamic trends in platelet adhesion and aggregation at six shear rates between 50 and 920 s 21 on CTF spots in the msMFA. Platelet accumulation can be divided into two events-adhesion to collagen and platelet-platelet aggregation-that can be partially decoupled by the lag time, SC 30 and growth rate parameter extracted from kinetic measurements. The lag time is a measure of the time taken for the initial adhesion events between platelet and collagen to occur. The lag time was insensitive to shear rate, with no statistical difference over the range of shear rates measured. The SC 30 decreases and the growth rate increases with increasing shear rate from the range of 50-470 s 21 . These data imply that the rate limiting step of platelet accumulation at these shear rates is the flux of platelets to the collagen surface. The growth rate is similar at 470 and 920 s 21 suggesting that platelet accumulation in this range no longer limited by platelet flux.
A challenge in flow-based cell screening methods, such as the one presented in this study is the cross-talk between upstream and downstream spots. The events that could influence cross-talk between spots include the transport of platelet agonists (thrombin, ADP, thromboxane A2) from an upstream site to a downstream site, the activation of platelets as they flow by, but do not necessarily adhere to, a test site, and perturbation of the flow field. Perturbation of the flow field was qualitatively noted in one of the videos (Suppl. Movie 5). However, there was no measureable difference in platelet accumulation as a function of downstream position across all donors. A more rigorous methodology such as particle image velocimetry (PIV) is likely necessary to quantify the precise hydrodynamic interactions between adjacent spots. An increase in spacing between spots beyond a critical distance could also mitigate potential confounding inter-spot events. The drawback of increasing spacing is a decrease in the throughput in terms of number test sites per channel. The distance between spots is also limited by design constraints of PDMS lCP stamps, where large spaces between features can result in roof collapse. 13 Alternative micropatterning approaches such as microstencils techniques may be better suited for more sparse patterns. 20 Channels with rectangular geometries have a nonconstant shear rate profile, with the shear rate approaching zero at the corners. Platelets tend to accumulate in the corners, which can confound data interpretation. These effects can be partially mitigated using high aspect ratio (width:height) channels. 27 However, when the adhesive substrate (i.e., collagen) spans the width of the channel, it is difficult to decouple how platelet aggregates forming in the corners affect the shear stress, and thus, platelet adhesion and aggregation in the rest of the channel. By defining the CTF spots to be smaller than the channel, we were able to isolate these edge effects from platelet adhesion in the middle of the channel.
CONCLUSIONS
We have developed and characterized the msMFA as a high-content method for measuring platelet function over the physiologic range of shear rates. The novelty of this approach is the ability to make large number of replicate measurements of platelet accumulation across a range of physiologic shear rates in a single assay with 50 lL of whole blood. We have shown that lCP of CTF provides a reproducible substrate that supports platelet adhesion for spots sizes greater than 20 lm. Owing to the low blood volume requirements, this method has promise for application in screening, monitoring, and dosing of antiplatelet agents, as well as clinical applications in identifying platelet function defects such as von Willebrand disease and gray platelet syndrome.
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